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Distributed Computer Systems 

As multiple minicomputers collect data, control processes, 
and run tests, a central computer system supports them 
all, gathering data, generating management reports, and 
performing other tasks at the same time. 

by Shane Dickey 



A SINGLE LARGE-SCALE COMPUTER or a net- 
work of smaller, less costly computers? In this 
era of multiplying minicomputer applications and 
increasing minicomputer efficiency, the answers to 
this question are changing. There are, of course, com- 
puter applications for which the network solution is 
clearly not appropriate, and there are others in which 
a decision must be based upon a detailed comparison 
of the alternatives. But there are more and more ap- 
plications that can benefit greatly from a network 
solution. 

A not-uncommon situation that typifies problems 
amenable to solution by a computer network, or a 
"distributed" computer system, is that of a manu- 
facturer producing and testing a product in several 
discrete steps. Each step in the process takes place in 
a different area of the manufacturer's facility, and 
several could be completed better, faster, and more 
economically if they were automated (examples 
might be incoming parts inspection, subassembly 
manufacturing, subassembly testing, and final 
testing). However, funds for computer automation 
are limited. Also, any computer solution must pro- 
vide for a large, unified data base to coordinate all 
the manufacturing and testing areas and to provide 
management information. 

Hewlett-Packard 9700-Series Distributed Systems 
represent a new approach to solving these problems 
and many others. These systems give the user a 
powerful minicomputer-based central system and 
one or more smaller satellite minicomputer systems, 
each dedicated to a specific task such as data collec- 
tion, laboratory automation, process control, produc- 
tion monitoring, or automatic testing (see Fig. 1). 
Special distributed system software makes the sys- 
tems much more than simple interconnections of 
computers. 

Programs for the satellites are developed and stored 



at the central system and loaded into the proper satel- 
lite on request via a communications link. This as- 
sures centralized quality control for applications 
programs and affects considerable savings through 
centralization of major peripherals and programming 
manpower. Upon execution, the satellite programs 
can manipulate the central station's mass storage 
devices to build a centralized data base User pro- 
grams in different computers can communicate 
directly with each other via a transparent communi- 



Cover: In this distributed 
computer system, a 9700 A 
Distributed System Central 
Station collects data from 
two satellite automatic test 
systems dedicated to mea- 
surement tasks Test pro- 
grams for the satellites are 
developed at the central 
station as a background activity. Communication 
is over hard-wired cable when the systems are as 
close as these or as much as two miles apart. 
Common-carrier facilities are used for more wide- 
spread networks. 
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Fig. 1 . HP 9700 Series Distributed Systems are hardware/software systems that allow a central 
real-time executive (RTEi system to communicate with multiple satellite computer systems 
Three satellite operating systems are available, basic control system (BCSl, real-time BASIC 
(RTE-B). and core-based real-time enecutive (RTE-C) 



cations interface. Because the systems are modular, 
a user who has limited resources can begin with a 
minimum system and later expand as much as 
desired. 

A companion package, the Remote Data Transmis- 
sion Subsystem (RDTS). provides for communication 
between the central station and the IBM 360/370 
series of computers. Thus a direct link can be estab- 
lished between working automatic test systems and 
a management-level information system. Central 
station communication with the HP 3000 is also 
possible via an HP30300A Programmable Controller. 

Integrated Hardware Software Systems 

An HP 9700-Series Distributed System is an inte- 
grated hardware/software system. Fig. 1 illustrates 
u four-satellite arrangement. At the central station is 
an HP 2100-Series Computer with 24K or 32K words 
of core memory and various peripherals, including 
one or more disc drives, a paper tape reader, and a 



system console. To these may be added one or more 
magnetic tape drives, a line printer, a card reader, 
a paper tape punch, a digital plotter, and various 
measurement instruments. Central station software 
consists of the multiprogramming real-time execu- 
tive (RTE), a file management package, and the cen- 
tral station communication executive (CCE). 

Each satellite consists of an HP 2100 Computer 
with 4K or more of core memory and whatever peri- 
pherals and console are required. For simple appli- 
cations a 64-word remote communications loader 
provides for down-link loading of user-written appli- 
cations programs from the central station. However, 
most applications will probably require some form of 
satellite operating system. The three satellite opera- 
ting systems available are the basic control system 
(BCS). the core-based real-time executive (RTE-C). 
and the real-time BASIC system (RTE-B). Fig. 2 com- 
pares their features and capabilities. The operating 
system is combined with a satellite communication 
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A Working Distributed System 



At HP's Advanced Products Division in Cupertino. California, 
a 9700 Distributed System helps produce the HP-35. HP-45. 
HP-70. HP-80, and HP-65 Pocket Calculators. 
RTE Central System is a 32K distributed system central sta- 
tion It has two swapping partitions and a full complement of 
peripherals including disc drive, card reader, magnetic tape, 
line printer and paper tape reader and punch It is used as the 
central file system as well as for program preparation, data 
analysis, and report generation Applications programs for the 
satellites are stored here and loaded into the satellites as 
needed— for example, when changing from HP-80 testing to 
HP-65 testing. 




Distributed System Central 



RTE-C Manufacturing Support Satellite supports all of the 
automatic equipment on the manufacturing line four logic 
board welders, three logic board testers, and a battery charger- 
tester 

RTE-C Incoming Inspection Support Satellite has a 16K 

computer controlling a ROM tester, a continuity tester, a com- 
ponent tester, and a data entry station This satellite is on a 
Bell 1 03 modem link to its location in a warehouse five miles from 
the mam facility 

BCS Magnetic Card Recorder Satellite does all of the prog- 
ram recording for the library of prerecorded HP-65 program 
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BCS Quality Assurance Satellite may be used as a calculator 

simulator with access to the central file system 

RTE-C Hybrid Manufacturing Support Satellite is a 16K 

computer supporting two hybrid testers and a data entry 
station. 




Hybrid Manufacturing Satellite 

Electronic Maintenance Satellite is used for peripheral test- 
ing. It has access to various diagnostic programs stored in 
the cenlidl tile by&ttf'i' 

Special Teleprinter has an HP-65 card reader installed It 
is used to generate program listings for the HP-65 user s library 



executive (SCE) to complete the link to the CCE. 

Connecting the central station with the satellites 
are serial communication interface cards and either 
twisted-pair cables for hardwired interconnections 
or user-supplied modems for communication over 
common-carrier facilities. Distributed system pack- 
ages consisting of just the communication hardware 
and software are available as separate entities for 
users who already have the computer systems. 

The BCS Satellite 

The basic control system (BCS) is the least com- 
plex of the three satellite operating systems. It pro- 
vides a starter-set capability to the measurement 
satellite programmer. Satellite communication exec- 
utive SCE/3 connects BCS with the central station. 

BCS handles execution and input/output interrupt 
processing of FORTRAN. ALGOL, and assembly- 
language test programs by means of a complete set 
of measurement-instrument I/O drivers and library 
subroutines. Because of its simplicity. BCS has the 
fastest I/O interrupt service time of all the satellite 
types, and it is well suited to the dedicated high- 
speed collection, concentration, and remote storage 
of test data. 

BCS satellites are usually dedicated to their meas- 
urement tasks and therefore are not available for prep- 
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Fig. 2. Capabilities ol the three types ot satellite operating 
systems and the central real-time executive system 

aration of the measurement software that they exe- 
cute. For this reason all satellite software for these 
terminals is compiled or assembled as a background 
activity at the central system while the satellites' 
ongoing distributed-system needs are being serviced 
by the foreground distributed-system modules of 
CCE. The object code thus produced is relocated by a 
system cross loader and stored on the central station 
disc to be sent to the satellite on request (see Fig. 3). 
The BCS satellite operating systems and programs 
can be generated from files in a batch mode or inter- 
actively from the central station console. 

Remote File Access and Remote System Services 

Once the test program has been loaded into the 
satellite and begins acquiring measurement data, re- 
mote file access (Fig. 4) makes available to the satel- 
lite programmer all of the power of the central sta- 
tion's file management package (see box. page 10). 

When a request for remote file access is issued by 
a satellite user program, control is transferred to a 
remote file access interface subroutine, which as- 
sembles all calling parameters and data, if any. into a 
transmission buffer. This buffer is shipped to the 
central computer by SCE/3 via a serial-communica- 
tion I/O driver. Upon arrival at the central station, 
the request is queued up by CCE for execution. Upon 
execution, the processing of the request is a two-step 
procedure. The initial step is accomplished by a re- 
mote file access monitor, which determines whether 
the request is for a new or existing file. If the re- 
quest is for a new file, a data control block (DCB) is 
created for use by the file. If the request is for an exist- 
ing file, the previously created control block is used. 

The central station distributed software maintains 
a data control block for each file currently open in a 
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Central 




Fig. 3. Satellite systems are treed trom program development and storage problems by central 
program preparation and automatic down link loading 1 Satellite applications source program 
is compiled or assembled (optional) 2 System cross loader builds satellite operating system 
trom operator interaction or tile input and relocates the ob/ecl program tor the target satellite 
3- Relocated program or system is stored on central disc Then. 4 Program or system is re- 
guested by satellite user program or operator (not shown: central station operator or programmer 
may issue reguest tor RTE-C satellite, which may be unattended) 5 Satellite system sends re- 
quest to central queuing module 6 Request is passed to program load monitor 7 Program 
or system is recalled trom disc 8. Program or system is loaded into satellite 9. Completion 

reply is returned to requester 



satellite. The data control block is required by the 
file management package for file-specific informa- 
tion and for a packing buffer. The system will allow 
up to 256 of these data control blocks concurrently, 
one for each of the maximum number of satellite files. 

System access time to these data control blocks 
will be minimized if they are maintained in a core- 
resident table. However, the core consumed in an ac- 
tive system can be excessive. Core can be conserved 
if the data control blocks are maintained on disc, but 
this slows down control-block access. 9700 Distribu- 
ted Systems solve this dilemma by dynamically 
maintaining only data control blocks for recently ref- 
erenced files in core. If a file goes unused for an ex- 
tended period of time, its data control block is "aged" 
as new requests are received. When a data control 
block is older than all other core-resident data control 
blocks, the next request for a new file will cause it to 
be transferred to an overflow disc file for later recall. 
The user can control the relative sizes of the core- 
and disc-resident portions of the data control block 
table at system generation time. 

After the data control block has been assigned and 
all pre-execution conditions have been satisfied by 



the monitor, control is passed to the execution mod- 
ule. This module reassembles the original request 
and data from the transmission buffer, performs pre- 
liminary error checking, and executes the request 
under file subsystem control. The success or failure 
of the transaction is then transmitted back to the satel- 
lite system and then to the user program, thus com- 
pleting the service of the request. 

Besides the remote file access calls, the BCS satel- 
lite programmer has access to many of the requests 
for central system services (RTE EXEC calls) that are 
available to the central station programmer. The ser- 
vice requests are designed to aid in the synchroni- 
zation of network times, events, and program con- 
trol, and include a clock-time request, a program 
schedule request, and unit-record and instrument I/O 
requests. 

The clock-time request returns the contents of the 
central station real-time clock to the satellite. The 
schedule request causes a central station program to 
be scheduled for immediate or time-delayed execu- 
tion. Thus, for example, a central data reduction pro- 
gram can be scheduled to process data gathered by 
the satellite and stored at central. The unit record 
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F!g. 4. Central station data storage and Rte mgnggement capabilities are made avaiiahie to the 
satellite programmer by remote file access 1 Satellite user issues request to satellite system 
2 Request is sent to central queuing module 3. Request is passed to remote tile monitor 4 
Monitor sets up "aged" data control block (DCB) 5. Monitor passes request to execution 
module to be formatted 6 Formatted request is passed to file management subsystem lor 
execution 7 Data is read (written) Irom (to) the desired central peripheral 8 Request status 
and data are returned to satellite system 9 Status and data are returned to the requester 



requests cause I/O control, status and read/write com- 
mands to be issued to central station devices or in- 
struments. These requests are handled by the system 
in a manner analogous to that of the remote file access 
calls, except that data control blocks are not needed. 

System Operator Interaction 

Interactive operator commands provide file control 
and further enhance network program control. Satel- 
lite operator control of central files is accomplished 
by implementation of an operator interface for the 
commands to create, close, purge, and rename files. 
Program control is enhanced by providing an opera- 
tor interface to the central station service requests 
already discussed. Also, the satellite operator can at 
any time cause the executing satellite test program to 
be terminated and. optionally, cause a new test pro- 
gram to be loaded into the satellite and executed. 

Besides these interactive operator commands the 
software includes utility calls to allow the transmis- 
sion of system messages from the satellite operator 
console to the central station console, to cause the 
central station real-time clock setting to be printed on 
the satellite console, and to list directories of program 
and data files on the satellite console. 



The directory list feature is an operator utility re- 
quest of particular interest. The satellite operator 
can request a local listing of all program and data 
files currently being maintained by the central sta- 
tion file manager. A partial listing may also be ob- 
tained. 

A complete listing is obtained by entering the com- 
mand "DLIST" on the SCE/3 satellite console. If the 
command is followed by a "filter" word of up to six 
ASCII characters, only those files whose names con- 
tain characters that match the filter characters are 
listed. Any number of characters up to six may be 
input; character positions to be ignored are specified 
by an asterisk. For example. 

:DL[IST] List all programs stored by the 

central system for the requesting 
terminal. 

:DL[IST]. *AB"** List only programs stored by the 
central system that contain "AB" 
in the specified position (e.g.. 
CAB. IABLE, etc.), 

While simple in concept, this feature provides broad 
flexibility when used with user-defined file naming 
conventions. 
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Satellites for Specific 
Applications 

Distributed systems are a logical extension of computer- 
based measurement equipment designed tor specific ap- 
plications HP offers such systems lor a variety of applications 
Those for automatic instrument testing and microwave network 
and spectrum analysis, now available as stand-alone systems, 
will soon be available as distributed system satellites. As 
satellites, 9500-Senes and 8500-Senes systems facilitate the 
preparation and coordination of programs and data for quality 
control, test and calibration histories, and related activities. 

9500 Systems as Satellites 

The 9500-Senes Test Oriented Disc Systems (TODS) are 
designed for a variety of automatic test environments. As stand- 
alone systems, 9500 systems provide FORTRAN and Assembly 
Language programming capability in addition to the ATS- 
BASIC programming language and a flexible disc file manage- 
ment scheme As satellites in a distributed system, 9500 sys- 
tems attain even greater flexibility by gaming access to the 
RTE central's file structure, peripherals, and real-time operating 
system. Programs running in TODS share central station pe- 
ripherals, schedule programs in the real-time environment of 
the central, transfer files between the file managers of the two 
operating systems, and create files on either disc from the 
measurement data obtained at the satellite An interactive 
operator command package provides the satellite operator 
with capabilities similar to those offered to the satellite user 
program In addition, message transactions between the 
operators at the RTE central and the TODS operator allow a 
manual hierarchy to be established in operator-governed 
distributed systems. 

8500 Systems as Satellites 

These microwave network analysis and spectrum analysis 
systems have been optimized for specific tests and are fur- 
nished with test programs that minimize user programming. 
Operated as stand-alone systems, their application programs 
use only the local computer peripherals Data interchange 
between stations is possible, but only by transferring infor- 
mation on magnetic tape In a distributed system, both of these 
limitations are removed The central system disc file is now 
available for convenient loading of program and calibration 
data into the satellite Measurement data can be stored on 
the central disc so that a summary of test results from several 
test stations is easily prepared 



RTE-C and RTE-B Satellites 

Distributed system software has also been designed 
and implemented to couple satellites using the core- 
based real-time executive (RTE-C) and the real-time 
BASIC system (RTE-B) to a central RTE system. A 
major feature is a powerful capability for direct inter- 
computer program-to-program communication, 
which allows coordination of distributed processes 
without the need to rely on a file system. The satel- 
lite communication executives for the RTE-C and 
RTE-B satellites are SCE/5 and SCE'4. respectively. 

Two different hardware systems support either the 
RTE-C or the RTE-B software. The 9601 is an inte- 
grated measurement and control system consisting 



of an HF 2100 Computer, unit record peripherals, and 
analog and digital input/output subsystems. This 
system is especially useful in laboratories, research 
and development environments, and similar smaller- 
scale applications. The 9610 is a larger industrial 
measurement and control system that provides ex- 
panded I/O capabilities and standard termination 
panels for data acquisition and alarming, data log- 
ging, manufacturing testing, and supervisory con- 
trol applications. 

Under the RTE-C operating system, FORTRAN, 
ALGOL, and assembly language user test programs 
can be executed. The ISA FORTRAN extensions for 
simplified digital and analog I/O and system schedul- 
ing functions are also supported. 

The RTE-C operating system is a core-based subset 
of the powerful disc based real-time executive oper- 
ating system used at the central station. RTE-C han- 
dles multiple user tasks in a multiprogramming and 
hardware-protected environment. With its incorpora- 
tion into the distributed system network these 
features are retained and a host of others are offered. 
The SCE/5 satellite has remote file access to source 
programs stored on the central computer disc. An 
interactive command package is available to the 
satellite operator. 

Equipped with the RTE-B operating system, stand- 
alone 9601 and 9610 systems provide the BASIC pro- 
grammer with analog measurement, digital I/O. bit 
manipulation, plotting, and magnetic tape I/O. 
Incorporated into a distributed system, they gain 
many significant new features. 

The SCE/4 satellite is unique in that BASIC test 
programs are prepared at the satellite and the results 
of the interactive sessions are stored by satellite 
operator command on the central station disc for 
later retrieval. These source files can be purged from 
the system, merged with additional BASIC program 
statements and loaded into the satellite for interpre- 
tation and execution, all by satellite operator com- 
mands that have been added to the real-time BASIC 
system. Once completed, the satellite programs can 
use the remote file access and program-to-program 
features of the system. 

The SCE'5 and SCE'4 satellites retain all of the 
operator capabilities provided for the SCE/3 satel- 
lite. In addition, the central station operator has been 
given the ability to send a message to SCE/5 and SCE/4 
satellite operator consoles, request the current real- 
time clock setting from RTE-C satellites, and sched- 
ule RTE-C programs for down-link loading and im- 
mediate or time-delayed execution. The central sta- 
tion can also invoke control and read/write operations 
on RTE-C and RTE-B satellite peripherals and request 
status information on these devices. 

A feature of particular interest for factory automa- 
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Fig. 5. High-level-language programs in different computers communicate interactively via a 
transparent program-to-program communication interface 1 Master satellite user issues re- 
Quest to satellite system 2 Request is sent to central queuing module 3 Request is passed 
to program-to-program communication monitor 4 Monitor schedules the receiving central user 
program it not active and queues requests tor the specilied central user program (three are 
shown) 5 Central user as><s for its next request 6 Monitor passes next request to user tor 
acceptance or rejection 7 Central user accepts or rejects requests 8 Monitor concludes re- 
quest and sends reply to satellite system 9. Satellite system returns reply to user 



lion and other applications that call for unattended 
satellites is forced down-link loading, offered with 
the SCE/5 satellite. This feature allows the central 
station operator or programmer to cause an appli- 
cation program to be sent to an unattended SCE/5 
satellite and executed. 

Program-to-Program Communication and 
Transportability 

The remote file access capabilities previously de- 
scribed, expanded to include the RTE-C and RTE-B 
satellite types, manage a centralized data base quite 
well. However, to pass data from one executing pro- 
gram to another using remote file access, an interme- 
diate file structure is required. The direct program-to- 
program communication capability. Fig. 5. elimi- 
nates this intermediate step and also allows the co- 
ordination of many programs executing in various 
network computers simultaneously. 

A feature of primary importance in both remote 
file access and program-to-program communication 
is that of transportability. Our goal here was the 
standardization of the usersystem interface so that 
central station user programs could be executed with- 



out modification in a satellite environment (that is, 
transported) and vice versa, when dictated by net- 
work needs. 

The program-to-program facility was designed to 
permit the FORTRAN, ALGOL, and BASIC program- 
mer to send and receive data to or from another pro- 
gram executing in another computer by means of 
simple library subroutines. All coordination of pro- 
gram execution and data transfer is handled by the 
system, leaving the application programmer free to 
concentrate on the design of the data collection and 
measurement tasks specific to his installation. The 
system is designed so a program executing in the 
central computer can communicate with several 
programs executing under RTE-C and RTE-B satellite 
operating systems simultaneously. 

To further ease the burden on the application pro- 
grammer the system provides a "tag field" as part of 
each system call. This tag field is constructed by the 
request originator and shipped by the system to the 
receiver, who may interrogate and modify it before it 
is returned to the originator as part of the request- 
completion information. The decision to use the tag 
field as well as its specific contents remains with 
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RTE File Management Package 



The remote file access commands provide the satellite pro- 
grammer with the facilities ot the real-time executive file man- 
agement package The highlights ot this powerful package are 
as follows 

Multiprogramming and File Integrity 

Of key importance in a distributed multiprogramming RTE 
system is avoidance of file conflicts The RTE tile manager 
provides a variety of options that permit Me access and file 
security to be optimized file-by-file to satisly requirements 
Up to seven different programs can have the same Me open 
simultaneously, or a file may be opened exclusively to |ust one 
program Simple, easy-to-use security codes restrict tiles 
to designated programs and users and control the nature of 
their access (read only or read and write) It is also possible to 
leave access to files unrestricted 

Often the security of the filing system is just as important as 
its integrity Data in certain files may be of a confidential nature, 
making it necessary to restrict read as well as write access 
It may be necessary to assure that data in other files comes 
from only one source, so only that source can be given write 
access to those files. The same security codes that can be used 
to safeguard Me integrity also form the basis ot a file security 
scheme that can be as comprehensive as desired 

The file manager provides for calling programs and data 
files by name. This spares the programmer the inconvenience 
and time required for detailed track and sector addressing 



File Manager Calls 

Remote Program Calls 
remote file create 

remote Me absolute 
position 

remote Me open 
remote Me control 



Purpose 

Creates a central station file 
does not store data 
Positions a central station Me 
to a known record address 
Opens a desired central station 
Me 

Sends RTE control request to 
central station file 



remote file 



remote file 



read 



write 



remote file position 

remote file rewind 

remote file rename 

remote Me disc direc- 
tory access 
remote Me status 



remote file 
remote file 



dose 
purge 



Alt requests are callable 
Assembly Language 



Transfers one record from cen- 
tral station file to satellite user 
buffer 

Transfers one record from 
satellite user buffer to central 
station file. 

Directs next read write to a 
specified record 

Resets central station file to 
first record 

Renames specified central sta- 
tion file. 

Returns 125 words of central 

disc directory 

Returns central station file 

status, including position ol 

record pointer. 

Closes a central station file 

Purges central station file and 
directory entry 

from FORTRAN, ALGOL BASIC or HP 



Peripheral Device Control 

An optional feature of the file manager, one offering real con- 
venience to the user, is peripheral device control by means of 
Me manager commands This is established by a Me directory 
entry lor the magnetic tape unit, photoreader, punch, line 
printer or other peripheral device that is to be controlled After 
this directory entry has been established, the device can be 
controlled by the file commands One important benefit of 
peripheral control via the file manager is that a program can ob- 
tain undivided access to a peripheral in the multiprogramming 
environment For example, a satellite program can issue an 
exclusive open to a file that is designated as a line printer, 
locking out other network programs until a needed listing is 
completed 



the application programmer using the system. 

The program-to-program facility also provides for 
communication between CCEs (central communi- 
cation executives) in different central computers. 
This makes it possible to interconnect several dis- 
tributed system networks to form a "supernetwork." 

Using Program-to-Program Communication 

Program-to-program communication is imple- 
mented by means of eight subroutine calls. These 
are divided into two types. The first type, the master 
requests, consists of the calls: POPEN, PREAD, 
PU'RIT. and PCONT (program-to-program open, 
read, write, and control). These calls treat the other 
program as a slave inputoutput device and have 
logical counterparts in the RTE file system. The sec- 
ond type of call, the slave request, includes the calls: 
GET. ACEPT, REJCT. and FINIS (get next request, 
accept last request, reject last request, terminate com- 



munication). These calls are used to receive the mas- 
ter calls from the system and. after examination of 
the tag field, to instruct the system to return the tag 
field to the requester and to complete or terminate any 
pending data transfer. The FINIS call removes the 
slave program from active communication with its 
master requesters. 

When a master program-to-program communi- 
cation request is issued by a satellite user program, 
control is passed to an interface subroutine that as- 
sembles calling parameters, system information, the 
user's tag field, and optional data into a transmission 
buffer. The system then causes the buffer to be shipped 
to the central station via the communication driver. 

A master POPEN request received at the central 
station causes the system to schedule the required 
central station program (if not already scheduled) and 
to pass the POPEN request to that program upon exe- 
cution. If after examination of the tag field the pro- 
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gram accepts the POPEN request, a queue is created 
by the system for the PREAD. PW'RIT and PCONT 
requests to follow, and the updated tag field is re- 
turned to the originator. Subsequent POPEN requests 
for this same program will be passed through to the 
executing program and the existing queue used. 

The ensuing PREAD/PWRIT requests received at 
the central station cause the tag field to be passed to 
the executing program. If the request is accepted by 
the central program, the system causes the associated 
data field to be written to or read from the queue 



previously created for the program in question. 
At completion the updated tag field is returned to 
the requester. Rejected PREAD/PWRIT requests cause 
the data to be purged from the system. PCONT re- 
quests are passed through the system to the executing 
program for tag examination. Thus the PCONT re- 
quest allows the exchange of small data fields with- 
out the overhead required to process PREAD and 
PWRIT requests. 
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SPECIFICATIONS 

Distributed Systems 

These specifications are for distnouted system hardware and software only 
Specifications lor central and satellite systems available on request 

91700A 

Central-to-Satellite Distributed System 
CENTRAL COMMUNICATES WITH: BCS. RTE-B and RTE-C satellite systems 
SOFTWARE: Contral Communications Executive including d8ta commuru 
canons driver 

HARDWARE: Serial Data Communications Interlace hardwired or modem 

version 
HARDWIRED CABLE 

LENGTHS lleet) 



1 


601 


1201 


2001 


3001 


4001 


5401 


7301 


10 


to 


10 


to 


to 


in 


In 


tn 


600 


1200 


2000 


3000 


4000 


5400 


7300 


10,000 


1000 


500 


2S0 


125 


250 


125 


625 


31.25 



MODEM CONNECTION: Distance is limited only Dy telephone network line speed 
is determined oy cnoice of line and modem and can range up to 20.000 oils 
per second 
MEMORY REQUIRED: 

CPU-RESlDENT 500 words plus user -defined system Duffer area tor use by ail 

RTE central modules and the system 
DISC-RESIDENT 3300 words ol real-time disc-resident area ano 6080 words 
of Background cnsc-resident area 
MINIMUM CENTRAL SYSTEM MEMORY. 24K words 

Satellite Systems 

I BCS I WTf-B j RTE-C 
Sjimm* S«.«»l« Srtafr!* 

jirtclufltng BASIC inf«rpr«(*> jft 9TEB 
i f wni SCE ana Data Co"i-*L,n>alHTn mo 
SyiWn CcwO* £M«*r* 
*3<»t>on* MsTtorf - y 3» *o> AEUAC i"TC C 

' UxvxfTi fi*co-"*ie<!o*s SyU*™ W»-x' ( Sim 
• 0 r*«nielt '-• -jrj 

Cff'VTUrKnOn lHfraC< 

^n9i*g« fOO'RAN "*LGCX MP Awrc, 
flwT.m* BASIC 




91703A 

SOFTWARE. Satellite Communications Executives 1, 2 and 3 including data 

common* cation driver 1c use on BCS cased computer systems 
HARDWARE: Two Serial Data Communications Interlaces Hardwired or Modem 

91 704 A 

SOFTWARE: Satellite Communications Executives 1 and 4 including data 

commum cations dnver to» use on RTE-B Cased computer systems 
HARDWARE: Two Sena! Data Communications interlaces, Hardwired o» Modem 
91705A 

SOFTWARE: Satellite Communications Eiecufives 1 and 5 including data 
commurftcabons dnver tor use on RTE-C Baaed computer systems 

HARDWARE: Two Sena) Data Communications Interfaces Hardwired or Modem 

PRICES IN U S A 
91 TOO A. S3 500 

9I703A. 91704A 9ITO5A. 54 000 each 
MANUFACTURING DIVISION: AUTOMATIC MEASUREMENTS DIVISION 
974 East Arnues Avenue 
Sunnyvale Calitorma 94066 USA. 
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A Quality Course in Digital Electronics 



This practical approach to the teaching of digital 
integrated circuit principles includes hardware, a text- 
book, and a 26-experiment laboratory workbook. 

by James A. Marrocco and Barry Bronson 



ADVANCES IN DIGITAL TECHNOLOGY and a 
resultant decline in IC prices have spurred tre- 
mendous growth in both the use and complexity of 
digital integrated circuits. This rapid change has 
created training problems for educational institu- 
tions, military schools, and companies that train their 
own personnel. Needed are new teaching tools that 
are comprehensive and efficient, yet adaptable to 
changing technology. 

The Hewlett-Packard Model 5035T Logic Lab. 
Fig. X, was developed to meet this need by providing 
a complete, quality course in practical digital elec- 
tronics. The logic lab is an educational training pack- 
age consisting of hardware, textbook, laboratory 
workbook, and all required parts and troubleshooting 
tools; in short, everything needed to train newcomers 
to digital circuitry. 

About the Lab 

We felt the lab should be easy to use. even for a com- 
plete novice, and that it should provide hands-on 
experience with current digital circuits. At the same 
time, the goals for the lab were such that it had to be 
designed to full Hewlett-Packard quality standards. 
Outside consultants — an educator and a journalist — 
were contacted to help work out any bugs in the course. 
We also felt strongly that the mainframe should meet 
environmental tests to insure that it would be rugged 
and dependable over many years of rough use. Also, 
to acquaint the student with digital troubleshooting 
techniques, we included the 10525T Logic Probe, the 
10526T Logic Pulser. and the 10528A Logic Clip, and 
we made them an integral part of many of the 26 ex- 
periments contained in the course. 

Beyond educational needs, we felt that the lab 
would be used as a breadboarding tool, much as we 
have used it to help design new digital devices here 
in our own plant. So. the lab power supply was de- 



signed to provide enough power to supply several 
fully loaded breadboards — a handy feature when 
complicated circuits are being designed. 



The Hardware 

Logic lab hardware consists of the mainframe, an 
assortment of 32 integrated circuits, pre-stripped 




Fig. 1. Model 50357" Logic Lab includes everything needed 
to train newcomers to digital integrated circuits hardware, 
textbook, laboratory workbook, and all parts and trouble- 
shooting tools. 
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wires for circuit interconnection, four fully decoded 
LED numeric indicators, an IC extractor, the removable 
breadboard, and the three IC troubleshooters — probe, 
pulser. and clip. 

The mainframe is made of polycarbonate foam with 
rounded corners and a 1 5° canted front panel for ease 
of use. The cover is attached to the mainframe under- 
body with just four screws, and when the cover is re- 
moved all circuit components are easily accessible for 
checkout and servicing. 

The breadboard is held in place by two magnetic 
strips, making it easily removable by pressing on the 
bottom edge. Thus several students can use the same 
mainframe, or a single user can build several circuits 
simultaneously using the same mainframe. 

Integrated circuits and interconnecting wires are 
pushed into the breadboard connection points: no 
soldering is necessary. 

Four buffered light-emitting diodes (LED's) are lo- 
cated on the front panel above the breadboard. These 
act as indicators for circuits installed in the bread- 
board. Also, six "bounceless" switches provide clean 
steps without false switching caused by contact 
bounce. 

Inside, the mainframe contains a five-volt, one- 
ampere power supply and clock generators at two 
frequencies: 1 Hz and 100 kHz. The TTL compatible 
circuits in the mainframe are all fully short-circuit 
protected. 

Two rear-panel connectors provide five-volt power 
for the logic probe and the logic pulser. The logic 
probe's indicator lamp shows the instantaneous logic 
state of any point in a circuit: it is off for logic lows, 
bright for logic highs, and dim for bad levels. Fast 
pulses are stretched and displayed at 10 Hz. The logic 
pulser drives any circuit node to its opposite state 
when the button on its body is pressed. Together the 
pulser and probe provide a stimulus-response test 
capability that is helpful in building circuits, trouble- 
shooting, and learning how digital circuits work. The 
logic clip lets a student see the logic states of all pins 
of 14-pin or 16-pin TTL circuits at the same time, a 
valuable aid to comprehension. 

The Books 

While the logic lab hardware was being designed, a 
search was begun for software to go with it. It quickly 
became apparent that there were no textbooks or 
laboratory workbooks that met the project's objec- 
tives for quality, completeness, conciseness, practi- 
cality, and ease of learning. Therefore, the software 
was made a part of the logic lab development project. 
The result was two new books, an introductory text 
in practical digital electronics, and an accompany- 
ing 26-experiment laboratory workbook. 

The text is aimed at digital novices. It takes the stu- 



Fkj. 2. Typical pages Irom the laboratory workbook 

dent from a discussion of l's and 0's up through the 
most important TTL circuit elements in current use. 
Chapter titles are: 
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The Nature of Digital Logic 

Decision-Making Elements 

Memory Elements 

Data and Data Communication 

Integrated Circuits and Logic Families 

Shift Registers. Counters, and Combinational 

Logic Circuits 
Arithmetic Elements 
Memories 

Three appendixes cover numbering systems, data 
communication codes, and Boolean algebra. 

The laboratory workbook gives the student experi- 
ence working with the devices covered in the text- 
book and with the logic lab hardware. The 26 experi- 
ments are divided into nine groups: 

Logic Lab Familiarization (2 experiments) 
Individual Logic Gates (7 experiments) 
Binary Memory Elements (3 experiments) 
Sequential Logic (4 experiments) 
Data Handling Circuits (2 experiments) 
Arithmetic Elements (4 experiments) 
Memories (2 experiments) 
Signal Conditioning Devices (1 experiment) 
Simplification of a Logic Design (1 experiment) 
Each experiment concludes with self-test questions 
to check the student's comprehension. Fig. 2 shows 
portions of a typical experiment from the laboratory 
workbook. 
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SPECIFICATIONS 

HP Model 5035T Logic Lab 

POWER SUPPLY 

VOLTAGE -5:5% over load range 

LOAD RANGE 0—1 ampere 

RIPPLE. 10 mv rms max 

SHORT-CIRCUIT PROTECTION continuous 
SWITCHES: 16. bounce-free operation) 

OUTPUT TTL logic levels 

FAN-OUT 10 TTL loads (will sin* -16 mA) 
CLOCKS: (2) 

FREQUENCY 1 Hz ?30%. 100 kHz :30%. nominal squarewave 

OUTPUT TTL logic levels 

FAN-OUT 10 TTL loads (will snk >U mA| 
INDICATORS . 

INPUT indicators on above -0 6 volts 

INPUT IMPEDANCE -40kll(- t TTL load lan-in| 
POWER REQUIREMENTS 

VOLTAGE 100, 120. 220, 240 volts • 5°., 10S 48—440 Hz 

POWER DISSIPATION 30 Watts max 

TEMPERATURE RANGE 0— 55"C 
WEIGHTS 

NET Labonly. 5IOs. lOoz (2 55 kg>: with case and documentation i3IDs(S 9 kg) 
SHIPPING Lab only 7t>s. 12oz (35kg|. with case and documentation 1510s, 
2 oz. (6.86 kg) 
DIMENSIONS 

Lab only Height 3 1/2" (89 mm). Width 12 i;4" (31 1 mm), and Depth 10 1(2" 
(287 mm) 
PRICE IN U.S.A.: S695 

MANUFACTURING DIVISION: SANTA CLARA DIVISION 

5301 Stevens Creek Boulevard 
Santa Clara. Caktorrva 95050 U S A 
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Simplified Data-Transmission 
Channel Measurements 

Synthesized signal generation and a dual time-interval 
measurement simplify evaluation of group delay and 
attenuation distortion in voice-grade telephone lines used 
for transmitting digital data. 

by David H. Guest. 



INCREASING WORLD-WIDE DEMAND for data 
transmission facilities is resulting in ever-higher 
hit rates being pressed on to voice communications 
channels — channels thai were never intended for di- 
gital communications. The transmission quality of 
these lines thus becomes of concern to a growing 
number of users. 

Two important characteristics a transmission chan- 
nel needs for data transmission are constant group 
delay and constant attenuation across the frequency 
spectrum of the modem's transmitted signal. Serious 
deviations from this ideal cause signal distortions 
that result in misinterpretation of the digital symbols 



by the receiving modem, particularly at high bit rates. 
The group delay characteristic, which is of no impor- 
tance in voice communications, therefore becomes 
significant in circuits to be used for the transmission 
of high-speed data. 

Recently described in these pages was the Model 
4940A Transmission Impairment Measuring Set. 1 an 
instrument that, among several other measurements, 
determines group delay according to standards estab- 
lished for North American telephone networks. The 
new Model 3770A Amplitude/Delay Distortion Ana- 
lyzer (Fig. 1) to be described here measures group de- 
lay according to CCITT standards which prevail in 




Fig. 1. Model 377QA Amplitude' 
Delay Distortion Analyzer mea- 
sures the quality ol voice chan- 
nels used for transmitting digital 
data Both the sender and receiver 
are combined m a single portable 
unit 
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most of the rest of the Western world and on interna- 
tional circuits. However, it is expected that data chan- 
nel users in all parts of the world will want this instru- 
ment to check out the quality of their circuits, particu- 
larly because of its compactness and unprecedented 
ease of use.* 

To ensure compatibility between countries and 
manufacturers, CCITT has specified standards for the 
operation and performance of audio group delay and 
attenuation distortion measuring equipment (see 
box). Not only does the Model 3770A meet these com- 
patibility requirements, but it also incorporates prin- 
ciples that give significantly improved accuracies 
over those recommended. At the same time, operation 
has been simplified so that relatively untrained per- 
sonnel can achieve accuracies hitherto possible only 
in the laboratory. 

In addition to measuring relative group delay and 
attenuation, the Model 3770A also fills the role pre- 
sently occupied by traditional level-measuring 
equipment since the receiver can measure absolute 
levels, and the output level of the sender is calibrated. 

Basic Operation 

A simplified block diagram of the new Model 3770A 
Amplitude/Delay Distortion Analyzer is shown in 
fig. 2. The instrument combines sender and receiver 

•the Model 1645A Dan Error Analyzer.' also 'or checking digital transmission channels measures 
overall digrUI-to digital performance Out does not directly characterize the analog channel itselt 



in one unit. Although they share the same power sup- 
ply and frequency display, sender and receiver are es- 
sentially independent and operate simultaneously. 
Willi two analyzers, a pair of channels can be eval- 
uated in both directions at the same time. Otherwise, 
only the sender or receiver section is used at either 
end for single-path measurements. The analyzer may 
also be used either as a sender or as a receiver with 
other equipment that conforms to CCITT standards. 
The Model 3770A operates as follows: 

■ The reference frequency is set by a thumbwheel 
switch. 1.8 kHz is generally used but any other fre- 
quency from 0.4 to 19.9 kl Ez is selectable in 100-Hz 
steps. 

■ For swept-frequency measurements, the sweep li- 
mits of the measurement frequency are selected by 
two thumbwheel switches in a range from 0.2 to 
19.9 kHz in 100-Hz steps, a range that allows mea- 
surement of special purpose audio channels as well 
as voice channels. Sweeps can be single or repetitive. 

■ The output level is selected. The output range is 0 
to -49 dB [600ft] in 1-dB steps. 

■ The operator then commands the instrument to 
sweep once, or to sweep repetitively. 

■ The operator at the receiving end merely selects the 
type of measurement to be made (delay or attenua- 
tion) and the instrument then displays frequency 
and delay over a range of -10 to +10 ms (or atten- 
uation in a r40 dB range or level in a -50 to +10 
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Fig. 2. Block diagram of the 
Model 3770A Amplitude 'Delay 
Distortion Analyzer Sender and 
Rec&ver sections share the same 
power supply and frequency dis- 
play Out operate independently 
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Measurement of Amplitude and 
Delay Distortion 

Group delay, often referred to as envelope delay, is the delay 
m transmission of information modulated on a earner In general, 
it is not the same as the phase delay of the earner itself 

In a group delay measurement, the modulating frequency re- 
mains constant while the earner frequency is stepped or swept 
across the frequency band of interest Phase delay in the 
modulating envelope as the carrier frequency varies Is a 
measure of group delay. 

It is not possible to measure absolute group delay in an end- 
to-end measurement but neither is this ot any special interest 
The important characteristic is relative group delay This must 
be constant over the band of frequencies of interest, else it 
will introduce distortion in a complex waveform 

Two techniques for measuring group delay have been in 
common use One requires an auxiliary channel either for trans- 
mitting a reference signal for phase comparison with the test 
signal at the receiving site, or for returning the test signal en- 
velope on a fixed earner to the transmitting site for comparison 
there The other technique applicable to short-term measure- 
ments, uses a stable crystal-controlled oscillator to recreate the 
envelope as a reference at the receiving site. 

The technique specified by CCITT (International Telegraph 
and Telephone Consultative Committee) In Recommendation 
O 8 1 supplies the reference envelope to the remote receiver on 
Vie same channel as II te lesi signal The twu earners <ne lians- 
mitted sequentially m alternate time slots, as shown m the dia- 
gram Differing group delays m the channel at the measunng 
and reference earner frequencies result In a phase difference 
between the envelopes of the two modulated carriers at the re- 
ceiving end A measurement of this phase difference, expres- 
sed as a time interval, is the measure of group delay 

Differing channel attenuations at the two carrier trequencies 
lead to differing received carrier levels, giving a measure of 
attenuation-vs-frequency distortion Clearly, this and the group- 
delay measurement must be accompanied by frequency infor- 
mation, so the receiver must be able to determine the measuring 
frequency in use at any moment 

The envelope trequency and the rate ot earner changeover 
are included m the CCITT recommendation To synchronize the 
receiver operation to the earner changeover, the recommenda- 
tion includes a 4-cycle burst of identifying modulation inserted 
at the end of each reference earner period 

Also included is a specification of the instants that the signal 
is sampled for measurement information To allow time tor 
switching transients to die down, measurements are made with- 
in a 24-ms window |ust prior to the earner changeover 

Single 240 ms Period of 4.16 Hz I 

" Carrier Changeover Frequency 

41.6 Hz 
Envelope 

Reference Carrier Measurement Carrier 

Identifying Burst ol 
166.6 Hz Modulation 

CCITT standard group delay and attenuation test signal 



dBm range). No range setting is required. 

The instrument also has X-Y recorder outputs for 
obtaining graphs of delay and'or attenuation vs fre- 
quency (Fig. 3). 

For single-frequency measurements, the measuring 
frequency is selectable manually in 10- Hz steps. Spot 
checking a channel is facilitated by a front-panel 
pushbutton that steps the frequency in precise 100-Hz 
increments. 

A rear-panel switch converts the instrument to an 
unmodulated level measurement mode for absolute 
level measurements. Modulation is removed and car- 
rier changeover is inhibited so that a pure tone at the 
measurement frequency is transmitted. All of the 
measurement frequency controls are effective in this 
mode. 

Optional features allow for loopholding and for 
tone blanking. With the latter option, selected fre- 
quency bands are skipped during a sweep so the test 
will not activate signalling-tone equipment. 

Group Delay Measurement 

In the past, group-delay measurements commonly 
relied on a measurement of envelope phase shift, 
knowing the envelope trequency. cu,,. it is possible to 
scale the phase shift AtV to arrive at group delay. 
A0/o> e . However, any deviation in the envelope fre- 
quency from its nominal value results in an error. 
Although the CCITT recommendation allows up to 
1% envelope frequency error, an early design objec- 
tive of the 3770A was to eliminate this source of er- 
rors by eliminating envelope frequency as a para- 
meter in the measurement. This was done by using a 
dual time-interval measurement to derive group delay 
directly without the need for phase scaling. 

Croup delay is the time interval t„ indicated in 
Fig. 4, which shows the demodulated waveform at 
the receiving end when the channel being measured 
suffers both relative group delay and relative attenua- 
tion between measurement and reference frequencies. 
A non-delayed waveform wou Id appear as the dashed 
line in the measurement interval. 

The dashed line would not exist in reality, however, 
so the measurement must be made with respect to the 
adjacent reference frequency periods. In the Model 
3770A, the reference points are the first zero-axis 
crossings (points A and A') after the beginning of the 
24-ms acceptance "window". The instrument then 
measures t,. or A to B. and t ,. or B to A'. Since t,-t B = 



Using this technique, total reading errors in group 
delay measurement with the 3770A are less than 5 /is 
±1% of reading from 0.6 to 20 kHz (see specifica- 
tions, page 24). No adjustments are required on the 
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Fig. 3. Recording of a typical group delay measurement, this 
one being made over an international data circuit that in- 
cluded two satellite hops The recording shows that the chan- 
nel does not quite meet the requirements ol CCITT perfor- 
mance recommendation M 102 and thus needs suitable 
equalization near the band edges 

part of the operator to obtain this accuracy. 

Precision Carrier Frequency Control 

The test waveform recommended by CCITT for 
group delay measurements demands unusual agility 
on the part of the sender carrier frequency. To imple- 
ment this with accuracy but without requiring awk- 
ward adjustments on the part of the operator, digital 
waveform synthesis is used.' 

A diagram of the synthesizer is shown in Fig. 5. 
Within a read-only-memory (ROM) the equivalent of 
some 2 15 words are stored, corresponding to equi- 
spaced samples of a sine wave taken over exactly one 
waveform cycle. The ROM is addressed by an accu- 
mulator whose 15-bit contents at any instant corre- 
spond to a sinevvave angle. On each clock pulse, the 
accumulator is incremented by an amount propor- 
tional to the desired output frequency. This is accom- 
plished by adding the increment to the previous word 



and storing the result. 

The output of the ROM is applied to a digital-to- 
analog converter, generating a sampled-and-held 
stepped sinewave as the accumulator steps the ROM 
through the indicated addresses. Because the step- 
ping frequency is many times higher than the sine- 
wave frequency, low-pass filtering easily removes 
the steps to give a clean sine wave. Fig. 6 shows the 
output spectrum while the synthesizer is generating 
a 1-kHz tone. Except for harmonics of 1 kHz. spectral 
components are more than 80 dB below the funda- 
mental. 

Clearly, the output frequency is proportional to the 
speed with which the addressing advances through 
the sample table stored in the ROM. Higher frequen- 
cies thus have fewer samples per cycle. To simplify 
the filtering, the clock rate was made high enough 
| :J27.680 Hz) to generate about 16 samples per cycle at 
the highest output frequency (20 kHz). The clock rate 
is exactly 10x the number of stored samples (2 15 ) so 
the lowest output frequency would be 10 Hz and all 
other frequencies are multiples of 10 Hz. The low end 
of the instrument's range, however, is restricted to 
0.2 kHz. 

Several advantages accrue from use of this synthesis 
technique. First of all, the output frequency is con- 
trolled by the clock frequency, which is derived from 
a crystal-controlled oscillator. The accuracy of any 
output frequency is within ±0.1%. 

Second, digital control gives flexibility and general 
ease in frequency control. Frequency is set precisely, 
and the sweep limits are accurate. 

Third, switching between reference and measure- 
ment frequencies causes no transients in the output. 
A change in frequency is effected simply by incre- 
menting the ROM address by a new value. Hence, 
there is no jump in phase when the frequency is 
changed. 



Reference K I m Measurement ^ I Reference 
Envelope Envelope Envelope 




Fig. 4. Demodulated envelope of 
received waveform that was sub- 
ject to relative group delay (tg) and 
relative attenuation (VnlVu) 
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Fig. 5. Synthesizer output frequency is determined Dy the clock frequency (crystal-controlled 
in the Model 3770A) and by the magnitude ol the address increment 



ROM Reduction 

In practice, storage of 32,768 (2 15 ) sinewave 
samples would have been economically impractical. 
An immediate four-fold reduction is achieved by stor- 
ing samples for one quadrant only, and reusing the 
data appropriately to derive the other quadrants. 

A further reduction of significant proportions was 
achieved by use of the relationship (valid for small B): 

sin (A + B) = sin A + cos A • sin B 
A relatively few values of A may then be used to give 
coarse angular resolution and small values of B can 
increment the angles between values of A. The ROM 
stores 64 magnitude values of sin A equispaced 
throughout a quadrant which, of course, also gives 64 
magnitude values for cos A. Then the ROM has 64 
values for sin B magnitude but since negative values 
of B can be used, these only have to have a range suffi- 
cient to interpolate half-way between the values for 
A. Sign information is supplied by the accumulator 
register. 

Thus, the real-time calculation of each sample value 
from reduced sine function information enables a 
ROM of only 1024 bits to be used. Without this reduc- 
tion, the technique would not have been economically 
practical. 

Digital Control System 

Operation of the carrier digital control system is 
shown in Fig. 7. Its purpose is to present to the 
synthesizer a digital word. i.e.. the accumulator 
increment, that corresponds to the carrier frequency 
required at any instant. In response to the carrier 
changeover signal, a multiplexer switches the source 
of this word at a 4.166-Hz rate between the front-panel 
reference frequency thumbwheel switch and a regis- 
ter containing the measurement frequency. 

The measurement-frequency register is incremented 
or decremented by clock pulses from an algorithmic 



state machine. When the operator selects CONTINUOUS 
SWEEP, the register initially is incremented towards 
the value set on SWEEP LIMIT B. thereafter continuously 
reversing direction on reaching either A or B (the 
sweep limits were named A and B rather than upper 
and lower because it is quite permissible to reverse 
their roles). Sweep incrementing is synchronized to 
the carrier changeover so there is no change in carrier 
frequency during each measurement-frequency period. 

In SINGLE SWEEP, the frequency moves toward sweep 
limit B and then stops automatically. Control there- 
upon reverts to the manual tuner. Rotating the 
MANUAL tuner knob turns an optically-fringed disk 
that interrupts a light path, generating up-count or 
down-count pulses. The absolute position of the knob 
has no relationship to frequency — it merely acts as a 
direction-sensitive pulse generator. 

Pressing the RESET button loads SWEEP LIMIT A into 
the register, immediately returning the measurement 
frequency to A. The STEP-ioo Hi button issues a burst 
of 10 incrementing pulses to the register, achieving 
an apparently instantaneous jump in frequency. These 
two buttons are effective only in the manual mode. 

Tone Blanking 

For tests on systems that may have signalling-tone 
receivers, the Model 3770A is available with a tone 
blanking option that prevents the instrument from 
transmitting in small frequency ranges (one or two) 
centered about the signalling tone(s). The ranges are 
factory programmed by jumpers on the printed-circuit 
board included as part of the option. 

The range limits programmed on the card are con- 
tinuously compared to the carrier frequency word. If 
the measurement frequency is swept or tuned into 
this range, the algorithmic state machine issues clock 
pulses rapidly until the other extremity of the range 
is reached, giving an apparently instantaneous jump 



19 



© Copr. 1949-1998 Hewlett-Packard Co. 















i 


80 


tJB 






1 3 5 7 kHz 



Fig. 6. Frequency spectrum of the synthesizer output /before 
modulation) when generating 1 kHz 

across the range. 

The reference frequency is also monitored. If this 
should beset within a signalling-tone range, the mul- 
tiplexer is inhibited and the measurement frequency 
is then sent continuously. 

Receiver Overview 

A more detailed block diagram of the receiver cir- 
cuits is shown in Fig. 8. The receiver demodulates the 
signal and normalizes the envelope amplitude for 
operation of the group-delay measurement circuits. 
In a second channel, it measures the average dc level 
of the demodulated signal for determination of atten- 
uation and absolute level. The 166.6-Hz identifying 
burst, used to synchronize the measurements, is sep- 
arated from the demodulated waveform in a third 
channel. A fourth channel measures the carrier fre- 
quency. 

After demodulation, the envelope signal undergoes 
logarithmic conversion. This serves a dual purpose. 
The dc components of the demodulated signal repre- 
sent the carrier levels and. when converted logarith- 
mically, they are suitable for expression in dB and 
dBm. It is merely necessary to measure the two carrier 
levels digitally and subtract the results to obtain a 
reading of relative attenuation in dB. 

The other purpose is to equalize the peak-to-peak 
swing of the two envelopes, which simplifies filtering 
and limiting. Equal peak-to-peak swings occur re- 
gardless of the incoming levels of the two carriers 
because the incremental gain of the log converter is 
inversely proportional to the dc level. 



A Group Delay Standard 

Although the Model 3770A's direct technique for measuring 
group delay requires no calibration adjustments, a group delay 
standard is included in the sender This is used to give a quicK. 
overall verilication of system operation 

When the front-panel check button is pressed, the 41 6-Hz 
modulation envelope alternates between its normal phase and 
a phase delayed by precisely 1 ms Since this gives the carriers 
a corresponding relative envelope delay, a receiver interprets 
the signal as though a transmission network with 1-ms relative 
group delay were being measured As a further aid, the check 
button also introduces 3-dB of relative attenuation at the sender 
output 

A highly accurate means for introducing a phase delay for 
this test was easily incorporated into the circuits that generate 
the 41 6-Hz modulation signal As shown in the diagram, 
41 6-Hz squarewave is derived from a 1-kHz clock by digital 
techniques The squarewave is filtered by a discrete-delay 
transversal filter, consisting of a shift register with weighted 
taps, that removes harmonics up to the 1 0th A simple low-pass 
filter attenuates higher harmonics This filtering arrangement 
ensures that the phase of the 41 6-Hz sine wave is maintained 
in accurate relationship to the carrier changeover, as speci- 
fied by CCITT Although of no consequence to the operation of 
the 3770A receiver, this precise relationship would be required 
by some other receivers. 

The 1-ms phase delay is introduced by aflip-llop clocked by 
the 1 -kHz signal When the front-panel check button is pressed, 
the low period of the changeover signal closes gate B and 
opens gate A. inserting the flip-flop In the signal path This in ef- 
fect introduces a 1-ms delay into the 41 6-Hz squarewave, and 
thus into the modulation envelope The accuracy of the phase 
delay is equivalent to that of the master quartz oscillator, higher 
than that ordinarily obtainable from a delay network, particularly 
for longer delays (delays up to 10 ms generated this way have 
shown agreement with 3770A receivers typically to 0 03%) In 
back-to-back connection of two 3770 s. the delay measured by 
the receiver is typically within 0 1%, some 10 times better than 
quoted specification 



I kHz Cloeli 




The converter operates over a 60-dB input range so 
no range changing is required at the input. The con- 
verter does introduce distortion into the envelope but 
this is of no consequence to the measurements. 
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Counting Group Delay 

Group delay is measured with a bi-directional 
counter. As shown by waveform "d" in the diagram 
of Fig. 9, the counter counts up during the interval 
G M (t,) and down during G K (t 2 ). The residue in the 
counter is proportional to group delay. 

If the incoming signal is noisy, readings can be 
averaged by continuing the up-down sequence for 4 
or 16 consecutive measurement cycles and dividing 
the result by appropriate register shifts. 

To obtain a clean waveform for accurate group de- 
lay measurements, a narrowband 41.6-Hz filter is 
needed, but the time required for a narrowband filter 
to settle down after a shift in envelope phase could 
introduce errors. The use of a blanked filter solves the 
settling problem. About 40 ms prior to a measurement 
window, the blanking logic is enabled. It unblanks 
the filter on the next waveform zero crossing (wave- 
form 9c). The envelope signal then develops from this 
zero crossing without the transients that otherwise 
would occur. It is blanked again when the timing 
window has passed. A narrower filter than otherwise 
would be possible may thus be used. 

Counting Attenuation 

Attenuation measurements are made by the dual- 
slope technique commonly used in digital volt- 
meters. 4 As shown by waveform 9e. an integrator 



charges at a rate proportional to the measurement car- 
rier level for the duration of the 24-ms acceptance 
window (by making the integrator charging interval 
exactly 24 ms. the 41.6-Hz envelope is averaged out 
of the measurement). The counts accumulated while 
the integrator subsequently discharges to zero under 
control of a fixed reference voltage (period A M in 
waveform "e" of Fig. 9) becomes an indicator of the 
measurement carrier level (Fig. 9f). This is compared 
to the reference carrier level by counting down for the 
reference carrier measurement (A R ). In the case 
shown in Fig. 9. the reference carrier level is less than 
the measurement carrier so the count reverses when it 
arrives at zero and the negative sign is set. 

For absolute level measurements of either carrier, 
a fixed reference corresponding to 0 dBm is substi- 
tuted for the carrier level not being measured. 

Since attenuation, absolute level, and group delay 
measurements use similar counting techniques, the 
same up-down counter and control logic are used for 
all three. Attenuation and absolute level measure- 
ments, as well as group delay measurements, may be 
averaged. 

Measurement results are presented digitally in the 
right-hand part of the display, a front-panel switch 
selecting attenuation, level, or group delay for display. 
Measurement results are also applied to a digital-to- 
analog converter for use by an X-Y recorder. 
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Frequency Measurement 

The frequency conditioning circuit enables the car- 
rier frequency to be measured over the full input am- 
plitude range of the instrument (-50 to +10 dBm) 
without operator attention and with good noise im- 
munity. It uses a non-linear amplifier that gives high 
gain for low-level signals and a gain of about one for 
high-level signals. A self-biasing comparator trig- 
gers on the positive peak of the signal and another 
triggers on the negative peak. These alternately set 
and reset a flip-flop to generate a square wave at the 
same frequency as the input. 

The 100-ms counter gating interval is synchronized 
to a zero crossing of the measured signal. This re- 
moves a ±1 count ambiguity, equivalent to *10 Hz. 
which would occur if the gating period and the signal 
were uncorrelated. As a further refinement, both posi- 
tive and negative waveform transitions are counted 
and an additional count is then added before dividing 
by 2 with a one-place shift. This has the effect of round- 
ing the answer up or down, depending on which 
10-Hz step is nearest. The instrument thus has a basic 
=:5-Hz accuracy in frequency measurements. 

The results of a frequency measurement are pre- 
sented digitally in the left-hand part of the display 
and are applied to a D-to-A converter for an X-Y re- 



corder. A front-panel switch selects the receiver or 
the sender frequency (reference or measurement) for 
display. 

Efficient Packaging 

Complex as this instrument may seem to be inter- 
nally, servicing is simplified by the use of plug-in 
circuit boards to provide quick access to component 
assemblies. The front panel tilts down to give access 
to front-panel components, otherwise often difficult 
to reach, without need for electrical disconnections 
(Fig. 10). 

The instrument is housed within a compact, easy- 
to-carry cabinet. A major contributor to the instru- 
ment's compactness is the highly efficient switching- 
regulated power supply that sharply reduces the size 
and weight of the power transformer. Though obtain- 
ing an efficiency of 75%, this power supply has a dc 
regulation better than 0.01% at a full 40VV load with 
wide ±20% variations in line voltage. 
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and analog circuits resulted in a much finer pro- 
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velopment of the sender control logic, of Rajni Patel 
for painstaking development of the efficient switching- 
regulated power supply, of David Leahy who initiated 
the mechanical design and Tony Cowlin whose de- 
sign details added refinement to the concept, of 
Stuart Ross who ably guided the instrument into pro- 
duction-, and of Mario Pazzini, who provided broad 
technical experience as project leader during the ear- 



lier design phase before returning to his native Italy.? 
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